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All interpretations are opinions based on inferences from electrical or other measurements and we cannot and do not guarantee the accuracy or correctness of any
interpretation, and we shall not, except m the case of gross or willful negligence on our part, be liable or responsible for any loss, costs, damages, or expenses incurred or
sustained by anyone resulting from any interpretation made by any of our officers, agents or employees, these interpretations are also subject to our general terms and

conditions set out in our current Pnce Schedule.
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Gamma Ray Calibration Report

Serial Number:
Tool Model:
Performed:

Calibrator Value:

Background Reading'
Calibrator Reading:

Sensitivity:

13
GROH
Wed Jut 30 12:57:09 2003

192

41.1611
215.072

0.931512

GAPI

GAPI/

Simplec Long Guard Calibration Report

Serial Number:
Tool Model:
Performed:

System Reading

0.299
0.600
5.889
28.400
56.350

02
M&W
Wed Jul 30 12:54:41 2003

Calibration Reference

2.500
5.000
50.000
250.000
500.000

Ohm-m

Database File:
Dataset Pathname:
Presentation Format.
Dataset Creation:
Charted by:

11065.db
II3F
guard
ThuOct 30 12:31:21 2003
Depth in Feet scaled 1:240

50 Gamma Ray (GAPI) 150 0

0

0

RLL3 (Ohm-m)

RSN (Ohm-m)

RLN (Ohm-m)

200

200
200
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All interpretations are opinions based on inferences from electrical or other measurements and we cannot and do not guarantee the accuracy or correctness of any
interpretation, and we shall not, except in the case of gross or willful negligence on our part, be liable or responsible for any loss, costs, damages, or expenses incurred or
sustained by anyone resulting from any interpretation made by any of our officers, agents or employees. These interpretations are also subject to our general terms and

conditions set out in our current Price Schedule.

Comments

Serial:
Model:

Shop Calibration Performed:
Before Survey Verification Performed:
After Survey Verification Performed:

Shop Calibration

o.--^i;.-'<«
1 \OC4UN 1^0

Zero Cal

Short 9.014 100.557
Long 7.531 97.249

IEE 122.796 6394.916 counts
VSN 71.806 7213.038 counts
VLN 118.065 1856.598 counts

Before Survey Verification

Readings
Zero Cal

Short 255.170 100.412
Long 1150.040 103.869

IEE 140.620 6475.111 counts
VSN 403.139 7304.796 counts
VLN 454.231 1889.074 counts

After Survey Verification

ELOG Calibration Report

01
DTQ

Wed Aug 27 12:00:-
FriMar28 18:39:54
TueNov20 13:45:2

i*\Cicrci iocs
Zero Cal

10.200 102.200
10.200 102.200

0.134 6.999
1.370 137.580
2.252 35.412

References
Zero Cal

46.444 100.411
103.264 103.264

0 154 7.086
7.689 139.330
8.664 36.032

*5 2003
2003
42001

r^N*--- 'U,--
1 \CoUllO

Gain Offset

Ohm-m 1.005 1.141
Ohm-m 1.025 -21.000

A
V
V

Results
Gain Offset

Ohm-m -0.349 135.426
Ohm-m 0.219 80.559

A
V
V


